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Accepted 18 May 2016The viability of mechanical polishing as a surface pre-treatment method for commercially available platinum
screen-printed electrodes (SPEs) was investigated and compared to a range of other pre-treatment methods
(UV-Ozone treatment, soaking in N,N-dimethylformamide, soaking and anodizing in aqueous NaOH solution,
and ultrasonication in tetrahydrofuran). Conventional electrochemical activation of platinum SPEs in 0.5 M
H2SO4 solution was ineffective for the removal of contaminants found to be passivating the screen-printed sur-
faces. However, mechanical polishing showed a signiﬁcant improvement in hydrogen adsorption and in electro-
chemically active surface areas (probed by two different redox couples) due to the effective removal of surface
contaminants. Results are also presented that suggest that SPEs are highly susceptible to degradation by strong
acidic or caustic solutions, and could potentially lead to instability in long-term applications due to continual
etching of the bindingmaterials. The ability of SPEs to be polished effectively extends the reusability of these tra-
ditionally “single-use” devices.
© 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND license
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Although various commercial brands of screen-printed electrodes
(SPEs) are now available, the speciﬁc compositions of the materials
used in their manufacture are often not disclosed. Screen-printing inks
typically comprise of a blend of conductive material, polymeric binders
and suitable solvents [1,2]. These “electrochemically-inert” bindingma-
terials can potentially block the electrochemically active surfaces,
resulting in slower kinetics for heterogeneous reactions [2,3]. As a re-
sult, the development of surface treatment methods to enhance the
electrochemical properties of SPEs has been of great interest [2]. In our
previous work, the compatibility of room temperature ionic liquids
(RTILs) with various commercial SPEs has been investigated for the
sensing of ammonia [4], chlorine [5], methylamine and hydrogen chlo-
ride [6] and oxygen [7] gases. It was discovered that SPEs gave a poorer
response for oxygen reduction (compared to conventional disk elec-
trodes), and that a cross-over of the forward and reverse scans was
present in cyclic voltammograms recorded in imidazolium based RTILs
[7]. It was proposed that this was due to a chemical reaction of the high-
ly reactive superoxide with the bindingmaterials present on these elec-
trodes [7]. This demonstrates that the bindingmaterials in SPEs could in
fact undesirably interfere with the electrochemistry of certain target
species.ilvester).
. This is an open access article underInvestigations into pre-treatmentmethods for SPEs have been large-
ly focused on carbon (C) based SPEs [2,3,8–10], mainly due to their low
cost andwide use in a range of sensing strategies. However results from
our earlier work [7] showed that C-SPEs do not perform as well as
metal-based SPEs (e.g. silver (Ag), gold (Au), and platinum (Pt))
when used with RTIL solvents. Platinum SPEs (Pt-SPEs), on the other
hand, showed the best response out of the four SPEs investigated. This
has motivated us to investigate alternative pre-treatment methods for
Pt-SPEs in order to improve their long-term stability for gas-sensing
applications [7].
This paper explores the viability of mechanical polishing as an alter-
native pre-treatment for Pt-SPEs. To the best of our knowledge, there
are only two reports of polishing of SPEs (both carbon). Ofﬁce paper
was used to polish C-SPEs, showing improved responses for IgG anti-
body adsorption and sensing [10], and alumina slurry or diamond
spray was used to polish C-SPEs on polishing cloths, showing an im-
proved analytical performance for the sensing of nitrite [11]. These tech-
niques can be considered more “gentle” compared to the mechanical
polishing with a machine polisher used in the present work. Four addi-
tional pre-treatment methods were explored as a comparison, two of
which were reported to be ideal for C-SPEs, namely soaking in N,N-
dimethylformamide (DMF) [8], and soaking followed by anodizing in
aqueous NaOH solution [2], one (UV-Ozone treatment) was chosen as
a similar method to oxygen plasma treatment (previously suggested
for C-SPEs) [9], and one (ultrasonication in THF) to serve as a control
to thepolishingprocedure investigated. It is to benoted that these treat-
ments when applied to SPEs will not necessarily lead to a “cleaner”the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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viability of thedifferent pre-treatmentmethods for Pt-SPEs and the pos-
sibility of using mechanical polishing of SPEs in a similar way to the
well-known polishing of metal disk electrodes.
2. Materials and methods
2.1. Chemicals and materials
Ultrapure water (resistivity of 18.2 MΩ cm) prepared by an ultra-
pure laboratory water puriﬁcation system (Millipore Pty Ltd., North
Ryde, NSW, Australia), and ethanol (EtOH 99%, Sigma-Aldrich Pty
Ltd., NSW, Australia) were used as solvents to rinse the Pt-SPEs
(DropSens DRP-550, Oviedo, Spain) before and after experiments.
Tetrahydrofuran (THF N 99%, Sigma-Aldrich Pty Ltd., NSW, Australia)
and N,N-Dimethylformamide (DMF 99.8%, Sigma-Aldrich Pty Ltd.,
NSW, Australia) were used as received without puriﬁcation. 0.5 M
and 3 M Sodium hydroxide (NaOH, ≥98%, Sigma-Aldrich Pty Ltd.,
NSW, Australia), 0.5 M sulfuric acid (H2SO4(aq), 95–98 wt.%, Ajax
Finechem, WA, Australia), and 0.1 M potassium chloride (KCl,
N99.5%, Fluka, Buchs, Switzerland) aqueous (aq) solutions were pre-
pared using ultrapure water. 1.1 mM hexaammineruthenium(III)
chloride ([Ru(NH3)6]Cl3, 98%, Sigma-Aldrich Pty Ltd., NSW, Austra-
lia), and 1.0 mM potassium hexacyanoferrate(III) (K3[Fe(CN)6],
99+ %, Strem Chemicals, Massachusetts, USA) in electrolyte solution
of 0.1 M KCl were used to characterize the electrochemically active
surface areas of the Pt-SPEs.
2.2. Treatment methods for Pt-SPEs
2.2.1. Mechanical polishing
The Pt-SPEs used in this study contain a blue polymer mask to
cover the underlying Ag traces (Fig. 1 (top)). The blue mask is
made of a synthetic polymeric dielectric material that is soluble in
THF. Accordingly, the electrode was sonicated in THF then polished
with a mechanical polisher (Dap-V, Struers, Copenhagen, Denmark)
at a rotation speed of 600 rpm, using 1 μm alumina powder (Kemet
Australia Pty Ltd., Marayong, NSW) on a soft lapping pad (Buehler,
Illionis, USA) until a glossy ﬁnish was obtained (see Fig. 1 (bottom)).
The planar electrode was pressed down ﬁrmly on the rotating
polishing pad for approximately 1 min while moving the electrode
in a circular motion, in order to ensure even polishing of electrodes.
This is believed to be a much “harsher” method of polishing com-
pared to that used previously for a C-SPE [10]. It was noted that for
C-SPEs, polishing with emery paper easily destroyed the SPE [10],
but the destruction of Pt-SPEs was not observed in the presentFig. 1. (Top) fresh-out-of-the-box (untreated), and (bottom) mechanically polished Pt-
SPEs (ca. 1 min duration on a mechanical polisher at a rotation speed of 600 rpm). A
layer of silicone mask was applied to cover the exposed screen-printed silver traces.
Wires were soldered at the end of the working electrode trace to connect the working
electrode with the potentiostat.work, despite the harsh polishing method employed. The exposed
screen-printed Ag electrical traces were then re-masked with
SELLEYS® Silicone Sealant (100% Silicone, purchased from local
hardware store) to leave only the three electrode surfaces uncov-
ered. Photographs of unpolished and silicone-masked polished Pt-
SPEs with connecting wires soldered on are shown in Fig. 1. A more
detailed account of the polishing protocol followed can be found in
Section A of the Supporting information (SI).
2.2.2. Other treatment methods
Due to the unavailability of a plasma cleaner, a 50 W UV-ozone
cleaner (BIOFORCE Nanosciences, Inc., Model: UV.TC.220 USA) was
employed (Section B in SI), and Pt-SPEs were exposed for 30 mins.
NaOH treated Pt-SPEs were prepared based on a method used for
C-SPEs [2]; Pt-SPEs were soaked in 3 M NaOH(aq) for 1 h, then anod-
ized at 1.2 V vs. Ag/AgCl in 0.5 NaOH(aq) for 20 s. The NaOH treated
Pt-SPEs were then thoroughly rinsed in ultrapure water, and dried
under a stream of nitrogen gas. DMF treated Pt-SPEs were prepared
based on the pre-treatment method suggested for C-SPEs [8]. Pt-
SPEs were brieﬂy soaked in DMF in a small glass vial for 5 mins, be-
fore being cured in an oven for 20 mins at 100 °C in a covered glass
Petri dish. Pt-SPEs designated as “THF treated” were subjected to
the same pre-washing and post-washing methods (by sonication
in THF and other solvents) as polished Pt-SPEs, but with the me-
chanical polishing step omitted. The THF treated Pt-SPE serves as a
control for the polished Pt-SPEs, and also to explore its viability as
a “stand-alone” alternative pre-treatment method for Pt-SPEs.
2.3. Electrochemical experiments
Electrochemical experiments were performed using a μ-Autolab
Type III potentiostat (Eco-Chemie, Netherlands) interfaced to a PC
with NOVA 1.8 software. All experiments were carried out inside a cus-
tommade aluminum Faraday cage and at a temperature of 293± 2 K. A
copper wire was soldered at the end of the middle Ag trace to allow the
working electrode of the Pt-SPE to be connected to the potentiostat (see
Fig. 1). The Pt-SPE has a nominal working electrode diameter of 4 mm,
with the working (WE) and counter (CE) electrodes made of screen-
printed Pt, and with a screen-printed Ag quasi-reference electrode
(RE). The CE and RE on the SPE were not used in the experiments; in-
stead, an external reference electrode (Ag|AgCl|KCl (1.0 M)) (BASi, In-
diana, USA), and CE (Pt wire, Ø= 0.50mm, Goodfellow Cambridge Ltd.,
UK) coil were used. This was to ensure that any differences observed in
the voltammetric response were purely attributed to differences in the
condition of the WEs. The Pt wire CE was cleaned by rinsing in EtOH,
ﬂaming in a Bunsen burner, sonicating in EtOH and then in ultrapure
water.
Before measurements, solutions were purged with nitrogen gas by
bubbling for 15 mins. Cyclic voltammograms (CVs) were collected at
scan rates of 100 mV s−1 or 1 V s−1, and a step potential of 3 mV. For
the [Ru(NH3)6]3+/2+ and [Fe(CN)6]3−/4- redox experiments, back-
ground corrections of the peak currents, Ip, were performed. This was
carried out by subtracting the linearly extrapolated current (from the
non-Faradaic part of the CV just before onset of the peak) from Ip. Poten-
tial-step chronoamperometry (PSCA) measurements were performed
for 20 s (with 60 s pre-biasing at 0 V) with suitable over-potentials to
ensure fast kinetics for convergence to a Cottrellian type response.
PSCA in 0.1 M KCl(aq) was also performed to allow for background-sub-
traction of the PSCA data. Finally, electrochemical impedance spectros-
copy (EIS) of the unpolished and polished Pt-SPEs was conducted in
0.1MKCl(aq) electrolyte solution. EIS datawasmeasured in the frequen-
cy range 1mHz–1.5MHz, operating in the single-sine-wavemode, with
an RMS AC voltage of 5 mV oscillating about the open-circuit-potential
(OCP) on theWE. For EIS experiments, to ensure that the REwas as close
to the WE as possible, the Ag-RE on the integrated Pt-SPE device was
used. A Pt coil CE was employed.
Fig. 2. The 25th (- -) and 150th (–) cyclic voltammetric cycles of 0.5 M H2SO4(aq), scanned
between 1.25 V and−0.3 V at 1V s−1 (with starting potential set as theOCP) on untreated
and the various treated Pt-SPEs. Voltammograms are plotted on the same current scale to
allow for direct comparison, except for theNaOH treated SPE due to its substantially larger
H+(aq) desorptionwaves. The solid line overlays the dashed line exactlywhere the latter is
not visible.
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background-corrected CV peak currents for each Pt-SPE via the
Randles-Sevčik equation [12,13],
ip ¼ 2:69 105
 
n
3
2 A D
1
2 v
1
2 c ð1Þ
and from the diffusion limited currents via chronoamperometric ex-
periments using the Cottrell equation [14],
id ¼
n F A D1=2 c
π1=2 t1=2
ð2Þ
where n is the number of electrons transferred per molecule, F is
Faraday's constant, A is the area of the electrode, D is the diffusion coef-
ﬁcient, ν is the scan rate, t is the time, and c is the concentration of the
redox species. D for [Ru(NH3)6]3+ and [Fe(CN)6]3− in 0.1 M KCl(aq) are
8.43 (±0.03) × 10−10 m2 s−1 [15] and 7.20 (±0.18) × 10−10 m2 s−1
[16] at 298 K, respectively.
2.4. Imaging experiments
Scanning electron microscopy (SEM, Zeiss Evo 40XVP model) was
performed on the working WE of SPEs, and confocal optical imaging
and Raman mapping were performed using a WITec (alpha300 series)
confocal Raman microscope (for more details, see Section C and D re-
spectively in the Supporting information).
3. Results and discussion
To investigate the effectiveness of mechanical polishing on Pt-SPEs,
both hydrogen adsorption/desorption voltammetry and cyclic volt-
ammetry of the [Fe(CN)6]3−/4− and [Ru(NH3)6]3+/2+ redox couples
were performed. Four additional pre-treatment methods, namely soni-
cation in THF, UV-ozone treatment, NaOH treatment, and DMF soaking
were also investigated. Topographical surface areas of unpolished and
polished SPEswere estimated from their 3D confocal optical stacked im-
ages. The following sections provide a qualitative comparison of the ef-
ﬁcacy of each of the pre-treatment methods studied.
3.1. Voltammetry in 0.5 M H2SO4(aq)
Hydrogen adsorption/desorption voltammetry is commonly used
for the activation of Pt surfaces aswell as the estimation of electrochem-
ically active surface areas [17–21]. Adsorption/desorption of hydrogen
on platinum surfaces is described by the following equation [17]:
Hþaqð Þ þ e−⇌Hadsorbed ð3Þ
CV experiments on six Pt-SPEs (one untreated and 5 subject to dif-
ferent pre-treatmentmethods)were conducted by repeated cycling be-
tween +1.25 V and −0.3 V in 0.5 M H2SO4(aq), with the starting
potential set at the open-circuit potential (OCP). Fig. 2 compares the
voltammograms of the 25th and 150th consecutive scans. The redox
process at ca. 1 V (oxidative), and at 0.46 V (reductive) correspond to
the oxidation and reduction of Pt via the formation of quasi-3D plati-
num oxide lattices [18,22,23]. Broad contaminant shoulders between
0.6 V and 0.9 V on the oxidative scans appear to vary between different-
ly-treated SPEs. A large contaminant peak at 0.42 V on the oxidative
scan (which grows with progressive CV cycles) was present in all CVs
with the exception of NaOH treated SPEs. This peak was substantially
decreased for the polished SPE (Fig. 2b). The hydrogen adsorption and
desorption peaks (at ca. −0.1 V) were considerably larger for both
polished (Fig. 2b) and NaOH treated (Fig. 2e) Pt-SPEs compared to the
unpolished (Fig. 2a) Pt-SPEs. A pair of reversible contaminant peaks,
at 0 V for reduction, and 0.23 V for oxidation (which diminished withprogressive CV cycles) was more obvious for the untreated (Fig. 2a)
and polished (Fig. 2b) SPEs. These contaminant peaks are believed to
be primarily due to the presence of polymer binders exposed on the
screen-printed surfaces [2,8–10].
Peaks relating to the oxidation and reduction of Pt stabilized within
the ﬁrst 10–15 cycles for all Pt-SPEs, while characteristic hydrogen ad-
sorption and desorption peaks gradually become more distinct as the
CV cycles progressed. This can be attributed to the gradual desorption
of passivating contaminants (e.g. SPE binding materials) with each CV
cycle, leading to an increase in active sites for hydrogen adsorption. Hy-
drogen adsorption/desorption peaks for untreated Pt-SPEs remained
negligible, even after 200 cycles (see Fig. 2a). Continuing past 500 cycles
did not further increase hydrogen adsorption/desorption currents for
any of the SPEs. Polished (Fig. 2b) and NaOH treated (Fig. 2e) Pt-SPEs
showed a substantial increase in the hydrogen desorption peak currents
compared to the other treated SPEs, and stability was generally
achieved within ca. 25 cycles. These results revealed that repeated CV
cycling in 0.5 M H2SO4(aq) was ineffective in removing the passivating
layer of surface contaminant thatwas clearly present,whereas polishing
and the NaOH treatment appeared to be highly effective. While the
NaOH treatment “appears” to be themost effective (based on the largest
hydrogen adsorption peaks in the CVs in H2SO4), the voltammetric re-
sponses of two common redox couples (see next section) were far
from ideal, suggesting that the SPE paste is unstable in the presence of
NaOH (discussed later in section 3.4).
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3+ and [Fe(CN)6]
3− on Pt-SPEs
Untreated and treated Pt-SPEs were characterized in aqueous
[Ru(NH3)6]Cl3 and K3[Fe(CN)6] solutions with both CV and PSCA. CVs
for 1.1 mM [Ru(NH3)6]Cl3 and 1.0 mM K3[Fe(CN)6] in 0.1 M KCl(aq) are
presented in Figs. 3 and 4, respectively. The peak-to-peak separations
for the two redox couples, ΔEp are presented in Table 1.
The redox reactions are: [24]
Ru NH3ð Þ6
 3þ þ e−⇌ Ru NH3ð Þ6
 2þ ð4Þ
Fe CNð Þ6
 3− þ e−⇌ Fe CNð Þ6
 4− ð5Þ
For [Ru(NH3)6]3+/2+, ΔEp for untreated, polished, NaOH and UV-
ozone treated SPEs were all 76 mV, while the DMF treated SPE (Fig.
3f) shows a signiﬁcant improvement in electron transfer kinetics with
a ΔEp of 64 mV. A pre-peak is present in all the CVs except for the
polished Pt-SPE.ΔEp for the THF treated SPE (Fig. 3c)was slightly higher
at 79 mV, and the CV exhibited signs of surface contamination (at ca.
−0.3 V in the anodic scan). Comparing the CVs of [Fe(CN)6]3−/4−, the
THF treated SPE (Fig. 4c) also showed largerΔEp compared to untreated
SPE (Fig. 4a). However the shape of the voltammetry appears to remain
unaffected by the THF treatment. Signiﬁcantly larger capacitive currents
were observed for NaOH treated SPEs in both [Ru(NH3)6]3+/2+ andFig. 3. Cyclic voltammetry of 1.1 mM of [Ru(NH3)6]Cl3 in 0.1 M KCl(aq) supporting
electrolyte, scanned between 0.3 V and−0.6 V at 100 mV s−1, on untreated and various
treated Pt-SPEs. All the voltammograms were plotted on the same current scale to allow
for direct comparison, except for the NaOH treated SPE due to its substantially larger
currents.
Fig. 4. Cyclic voltammetry of 1.0 mM of [Ru(NH3)6]Cl3 in 0.1 M KCl(aq) supporting
electrolyte, scanned between 0.3 V and−0.6 V at 100 mV s−1, on untreated and various
treated Pt-SPEs. All the voltammograms were plotted on the same current scale to allow
for direct comparison, except for the NaOH treated SPE due to its substantially larger
currents.[Fe(CN)6]3−/4− CVs (Figs. 3e and 4e), and the possible reasons for this
are discussed later.
[Fe(CN)6]3− is known to possess a weak inner sphere electron
transfer character [25], and can be catalysed by the Pt surface to
form a passivating layer of Prussian blue (KFe(II)[Fe(III)(CN)6])
[26]. A larger variability in ΔEp (and Ep-Ep½) for [Fe(CN)6]3−/4− ex-
periments was observed (compared to [Ru(NH3)6]3+/2+ experi-
ments) indicating that while the pre-treatment methods do not
signiﬁcantly affect the kinetics of purely outer sphere electron trans-
fer reactions (e.g. [Ru(NH3)6]3+/2+), the [Fe(CN)6]3−/4− CVs appear
to be more sensitive to the condition of the electrode surface. For in-
stance, although the ΔEp of [Ru(NH3)6]3+/2+ on UV-ozone treated
Pt-SPE (Fig. 3d) was the same as an untreated Pt-SPE (Fig. 3a) at
76 mV, [Fe(CN)6]3−/4− the UV-ozone treated Pt-SPE (Fig. 4d)
showed a signiﬁcantly wider ΔEp at 85 mV compared to the untreat-
ed Pt-SPE (78 mV, Fig. 4a).
For the NaOH treated SPE, two reduction peaks were present (Fig.
4e). The cathodic peak at ca.−150 mV occurs at a potential more neg-
ative than the [Ru(NH3)6]2+ oxidation peak, thus it was attributed to
[Ru(NH3)6]3+ reduction. The cause of the appearance of the other
peak at−261 mV after the NaOH pre-treatment is unclear at present.
However, ΔEp for [Ru(NH3)6]3+/2+ on NaOH treated SPE (Fig. 3e) ap-
pears to be unaffected (compared to untreated SPEs), while a much
wider ΔEp was observed for [Fe(CN)6]3−/4− (Fig. 4e). Signiﬁcant and
visible deterioration of the structural integrity of Pt-SPEs after NaOH
pre-treatment was also observed (Section F in SI). The non-typical CVs
Table 1
Background corrected reduction peak currents, Ip, peak-to-peak separations, ΔEp, and electrochemically active surface area, Ae, of Pt-SPEs subjected to different treatment protocols, ob-
tained from CV and PSCA of [Ru(NH3)6]3+/2+ redox couple (Fig. 3), and of [Fe(CN)6]3−/4− redox couple (Fig. 4). Ae normalizedwith respect to the topographic surface area, At (from Table
2), were also derived.
Method Treatment
[Ru(NH3)6]3+/2+ [Fe(CN)6]3−/4−
Ip/μA ΔEp/mV Ae/mm2 Ae/At Ip/μA ΔEp/mV Ae/mm2 Ae/At
CV Untreated 26.7 76 10.3 0.32 25.1 78 11.0 0.34
Polished 26.2 76 10.1 0.42 25.3 76 11.1 0.46
THF-sonication 28.2 79 10.9 0.34 23.5 83 10.3 0.32
UV-ozone 26.7 76 10.3 0.32 22.4 85 9.80 0.30
NaOH 32.9 76 12.7 0.39 n/a 100 n/a n/a
DMF 26.2 64 10.1 0.31 10.9 76 10.9 0.34
PSCA Untreated n/a n/a 11.6 0.36 n/a n/a 10.9 0.34
Polished n/a n/a 11.7 0.48 n/a n/a 11.9 0.49
THF-sonication n/a n/a 10.5 0.33 n/a n/a 8.37 0.26
UV-ozone n/a n/a 9.18 0.28 n/a n/a 10.4 0.32
NaOH n/a n/a 15.1 0.47 n/a n/a n/a n/a
DMF n/a n/a 11.0 0.34 n/a n/a 8.13 0.25
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physical signs of degradation, raise doubts on the suitability of NaOH
treatment for SPEs. The results from the mechanically polished and
DMF treated Pt-SPEs appear to show the most promise.3.3. Estimation of topographical surface areas
SEM images of unpolished and polishedWEs of Pt-SPEs are present-
ed in Fig. 5. The electrodewas polished on amechanical polisher at a ro-
tation speed of 600 rpm for ca. 1 min. The images show that the
untreated Pt-SPE surface is extremely rough with ridges, but that the
microscopic topographical features are signiﬁcantly ﬂattened after
polishing. The expected reduction in topographical surface area, At, of
polished Pt-SPEs was characterized using 3D confocal optical imaging.
Details of the instrument and methods used to collect the 3D-stacked
confocal optical images are given in SectionD of the SI. Some topograph-
ical features were inaccessible or hidden to optical imaging due to the
rough nature of the surfaces. Thus, the topographical surface areas are
expected to be underestimated (especially for the rougher surface of
the untreated Pt-SPE). The manufacturer states a WE geometric surface
area,Ag, of 12.6mm2 (i.e. 4.0mmdiameter) for Pt-SPEs. The ratio ofAt to
Ag of theWE (i.e.At/Ag, also known as the “rugosity” of a surface [22,23])
is presented in Table 2. For a perfectly ﬂat and smooth surface, At/Ag
would be unity. The uncertainties, estimated as half of the range of
values from two duplicate measurements, show good agreement for
At (i.e. 5.8% and 8.3%, respectively, for the untreated and polished Pt-
SPEs). The larger uncertainty for the polished SPEs could be due to var-
iation with their preparation (e.g. force applied, position of the SPE on
the rotating polishing pad, etc.) even when subjected to a similar dura-
tion of mechanical polishing. The optical microscope images of Pt-SPEs
treated by the other protocols showed no differences compared to the
untreated Pt-SPEs (up to a magniﬁcation of 60×).Fig. 5. SEM images of representative (a) unpolished and (b) polished Pt-SPEs. The width
the images represent 50 μm on the SPE (see Section C of the Supporting information for
the instrumentation parameters used).3.4. Comparison of active surface area vs. topographical surface area
The electrochemically active surface area for hydrogen adsorption,
Ae, (Table 3) was estimated from the hydrogen adsorption/desorption
CVs (Fig. 2) on the 25th cycle using a standard method [17] (Section G
in the SI). The hydrogen desorption peak on the untreated Pt-SPE (Fig.
2) could not be reliably analysed and was omitted. Polished Pt-SPEs
show an order of magnitude increase in surface area accessible for hy-
drogen adsorption compared to the THF-treated Pt-SPE (which also
served as the control sample for the polished Pt-SPEs). Ae/At provides
a measure of the amount of electrochemically active sites with respect
to the topographic surface area, and should be unity for a uniformly
electrochemically active surface. Ae/At for the UV-ozone and DMF treat-
ed Pt-SPEswere not signiﬁcantly larger than the THF-treated Pt-SPE. Ae/
At of the NaOH treated Pt-SPE (at 4.06) showed a large increase, which
may be incorrectly interpreted as having achieved exceptional
“cleaning”, relative to the other pre-treatments investigated. However,
this value is well over the theoretical maximum of unity and is indica-
tive of substantial over-etching of the Pt-SPE by the 3 M NaOH(aq) solu-
tion (illustrated in Fig. 6). The weakening of the supporting polymeric
binders holding the conductive Pt particles together (Fig. E.1 in SI)
may compromise the structural integrity of the screen-printedmaterial
(as discussed in Section F in SI). This could also substantially increase
the capacitance in the CVs (as observed in Figs. 3 and 4), due to severe
degradation in the quality of the electrical contacts along the electrical
percolation channels setup by the Pt particles.
Ae for untreated and treated Pt-SPEs were also derived from CVs
of 1.1 mM [Ru(NH3)6]Cl3 and 1.0 mM [Fe(CN)6]3− in 0.1 M KCl(aq)
(Figs. 3 and 4) using Eq. (1), and from PSCA experiments using Eq.
(2). The results obtained from the two electrochemical probes are
summarised in Table 1. The reduction peak current for [Fe(CN)6]3−
on the NaOH treated Pt-SPE could not be reliably analysed, and
PSCA could not be reliably conducted (see Fig. 4) and are therefore
omitted from Table 1. Firstly, it is interesting to also observe that
Ae/At of the polished and NaOH treated Pt-SPEs (Table 1) did not in-
crease as drastically as the respective data obtained from the hydro-
gen adsorption/desorption experiments (Table 3). This indicates that
the different electrochemical probe species provide different infor-
mation on the untreated and various treated Pt-SPE surfaces, andTable 2
Topographic surface area, At, (estimated from 3D confocal optical stacked images) and the
ratio between At and the geometric surface area, Ag, of unpolished and polished Pt-SPEs.
Treatment Surface Area, At/mm2 At/Ag
Untreated 32.3 ± 1.9 2.57 ± 0.15
Polished 24.2 ± 2.0 1.93 ± 0.16
Table 3
Electrochemically active surface area, Ae, of Pt-SPEs subjected to different treatment pro-
tocols, obtained from hydrogen desorption voltammetries conducted in 0.5 M H2SO4(aq)
(presented in Fig. 2), and Ae normalized with respect to the topographic surface area, At
(from Table 3).
Treatment Ae/mm2 Ae/At
Untreated n/a n/a
Polished 18.2 0.75
THF-sonication 1.89 0.06
UV-ozone 2.72 0.08
NaOH 131⁎ 4.06
DMF 1.80 0.06
⁎ Note that although the apparent Ae of NaOH treated SPEs appears to be the largest (i.e.
could be considered the “cleanest” surface), this is clearly not the case due to the non-ideal
voltammetry exhibited in Figs. 3e and 4e.
Fig. 7. Illustration of a screen-printed platinum surface before (top) and after (bottom)
being subjected to mechanical polishing.
43J. Lee et al. / Sensing and Bio-Sensing Research 9 (2016) 38–44can be explained by the fact that Ae/At in Tables 1 and 3 were derived
from markedly different electrochemical processes – namely hydro-
gen adsorption/desorption vs. [Ru(NH3)6]3+/2+ and [Fe(CN)6]3−/4−
redox couples. For instance, part of the surfaces of the unpolished Pt-
SPEs (even those subjected to various non-polishing treatments)
may remain substantially blocked by a thin coating of residual con-
taminants, preventing hydrogen adsorption. However, the outer
sphere electron transfer of the [Ru(NH3)6]3+/2+ redox process [24]
remains largely unaffected by regions more “thinly” contaminated
at the surface. In contrast, [Fe(CN)6]3−/4−, which exhibits a more
inner sphere character [27], is more strongly affected, resulting in a
larger ΔEp (Table 1) and the absence of additional minor peaks (e.g.
observed in Fig. 3 for [Ru(NH3)6]3+/2+, but absent in Fig. 4 for
[Fe(CN)6]3−/4−) that may correspond to the redox reaction occur-
ring on the contaminated surfaces. Notably in Fig. 3, only the CV for
the polished Pt-SPE shows an absence of these additional minor
peaks, which may also be indicative of an electrochemically “clean-
er” surface. Diffusion of the larger [Ru(NH3)6]3+ and [Fe(CN)6]3−
ions (compared to H+) may not be able to effectively characterize
microscopic gaps that may be present between the tightly packed
Pt particles, due to etching of binding materials during NaOH expo-
sure, as illustrated in Fig. 6. This may explain the discrepancy in Ae/
At obtained from the hydrogen adsorption CV (Table 3), and from
the [Ru(NH3)6]3+ and [Fe(CN)6]3− CVs (Table 1).
From Table 1, it can be seen that Ae/At (from both [Ru(NH3)6]3+/2+
and [Fe(CN)6]3−/4− CVs) was improved after polishing compared to
all the other Pt-SPEs. Polishing appears to be the only pre-treatment
method that gives a signiﬁcant increase in the hydrogen adsorption ac-
tive surface area, without deterioration of the structural integrity of theFig. 6. Cartoon illustrating the possible effect of the harsh NaOH treatment of platinum
screen-printed electrodes. The Pt-SPEs were soaked in concentrated 3 M NaOH for 1 h.screen-printed material, as happens in the case of NaOH treatment
where large capacitive currents were observed (Figs. 3e and 4e). Fig. 7
illustrates the removal of surface contaminants (such as excess binding
materials or adsorbed organic oils, etc., probably from the manufactur-
ing and packaging process) by mechanical polishing, while exposing a
fresh surface of screen-printed Pt material.
Although the binding materials in Pt-SPEs were found to be suscep-
tible to acid attack (Section F in SI), it is unlikely that the increase in Ae/
At was due to immersion in the 0.5M H2SO4(aq) solution. Firstly, the du-
ration (b30mins) for which the SPEs were immersed in themore dilute
acid solutionwas not sufﬁcient to cause substantial structural deteriora-
tion of the screen-printedmaterial (Section F in SI). Furthermore, an in-
crease in the active sites for hydrogen adsorptionwas apparent from the
initial voltammetric scan, and stability was typically established within
the ﬁrst 25 cycles. Most importantly, the other treated/untreated SPEs
did not exhibit any signs of improvement, even well beyond the 150th
CV cycle in 0.5 M H2SO4(aq). Comparing the results of Pt-SPEs subjected
to the various pre-treatment methods, polishing provides the best im-
provement in Ae/At and its [Ru(NH3)6]3+/2+ CV shape (disappearance
of a pre-peak that was present in all the other CVs). Finally, different
SPEs (i.e. Au, Ag, and C), exposed to acidic and alkaline solutions for
N1 h were also found to structurally degrade (Section F in SI). This
could lead to instability due to the continual etching of binding mate-
rials, especially for long-term (N1 h) experiments in aqueous acidic or
alkaline solutions using these SPEs.
3.5. Electrochemical impedance spectroscopy
For a qualitative veriﬁcation of the impact of polishing, electrochem-
ical impedance spectroscopy (EIS) was performed on unpolished and
polished Pt-SPEs (Fig. 8). Large and distinct time constants wereFig. 8.Nyquist plot of (▲) unpolished and (●) polished Pt-SPEs, collected in the frequency
range of 1mHz to 1.5MHz (single-sine-wavemode) at RMSAC voltage of 5mV oscillating
about the OCP, in 0.1 M KCl(aq).
44 J. Lee et al. / Sensing and Bio-Sensing Research 9 (2016) 38–44observed in the Nyquist plots for unpolished Pt-SPEs. Polishing, howev-
er, resulted in a substantial decrease of the time constant polarization
resistance, by a factor of ca. 10. This suggests the presence of a dielectric
ﬁlm (e.g. binding material) present on the unpolished Pt-SPE, which is
substantially reduced after polishing. The presence of surface contami-
nants on unpolished Pt-SPE surfaces was further veriﬁed via confocal
Raman mapping (Fig. D.1 and Section D in SI).
4. Conclusions
Mechanical polishing as a surface pre-treatment method for Pt-SPEs
was explored and compared to other pre-treatments. Mechanical
polishing showed a superior performance, as determined by hydrogen
adsorption/desorption currents and electrochemically active surface
areas, caused by the effective removal of the surface contaminants. Of
the other pre-treatment methods, activation of Pt-SPEs in 0.5 M
H2SO4(aq) was discovered to be ineffective for the removal of contami-
nants which substantially passivated the screen-printed surfaces to hy-
drogen adsorption. NaOH treatment of Pt-SPEs showed an impressive
enhancement in the active hydrogen adsorption surface area. However,
large capacitive background currents in the [Ru(NH3)6]3+/2+ and
[Fe(CN)6]3−/4− CVs were observed, likely due to over-etching. Tests
conducted on different SPEs suggest that they are susceptible to degra-
dation in strong acidic or caustic solutions. A marked improvement in
the [Ru(NH3)6]3+/2+ redox couple kinetics after DMF treatment was
also observed.
Mechanical polishing as a pre-treatmentmethod can potentially also
be extended to Ag-SPEs and Au-SPEs, provided that the counter and ref-
erence electrodes of those devices are made of screen-printedmaterials
that can withstand the harsh mechanical polishing investigated in this
work. Mechanical polishing is a facile standard surface pre-treatment
method for the preparation of electrodes for electrochemical use. It is
cheap and convenient to employ, and does not require expensive spe-
cialized instruments (such as a plasma or UV-ozone cleaner) nor the
use of organic solvents such as DMF or highly corrosive NaOH. Most im-
portantly, it may enable the re-utilization of “fouled” surfaces, thus ex-
tending the life of these traditionally “single-use” devices. The beneﬁts
of mechanical polishing of Pt-SPEs have recently been demonstrated
by our group, which shows the achievement of prolonged oxygen de-
tection in ionic liquids [28].
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